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Basic inspection points for general surgical instruments
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Surgical instruments are hardworking essential tools to any operating theatre
and with the correct care/maintenance will last a lifetime.
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What to look out for. . || = =

Osteotomes/Chisel Laparoscopic Instruments

Damage to cutting edge of ronguer Damage to scissor blade edge

Bipolar Forceps

Cracked box joint Worn T/C jaws Cracked screw joint Cracked spring Damaged osteotome/chisel tip Damaged coating at tips
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